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Confocal laser endomicroscopy (CLE) is a newly devel-
oped endoscopic technique that enables imaging of the
mucosal layer during endoscopy at a subcellular level of
resolution. The method can therefore be used for the
assessment of changes in vascular architecture, connective
tissue, and cellular components in the mucosa, enabling
endoscopists to collect real-time in vivo histological images
or “virtual biopsies” of the gastrointestinal (GI) mucosa dur-
ing endoscopy.
Confocal microscopy consists of focusing a laser beam
(such as an argon-ion laser that generates an excitation
wavelength of 488nm, blue laser light) onto the plane of
interest and ﬁltering the returned light by means of a small
pinhole which rejects out-of-focus light. The illumination
and detection systems are in the same focal plane and are
termed “confocal”.
After passing the pinhole, the ﬂuorescent light is detected
by a photodetection device (a photomultiplier tube or av-
alanche photodiode), transforming the light signal into an
electrical one that is recorded by a computer. All detected
signalsfromtheilluminatedspotarecapturedandmeasured.
As the laser scans over the plane of interest, a whole
image is obtained pixel-by-pixel and line-by-line, whereas
the brightness of a resulting image pixel corresponds to the
relative intensity of detected ﬂuorescent light. The gray-scale
image created is an optical section representing one focal
plane within the examined specimen.
Because confocal images depend on ﬂuorescence, a
ﬂuorescent dye (contrast agent) is required to make objects
visible. The contrast agents can be applied systemically (ﬂu-
orescein, tetracycline) or topically (acriﬂavine, cresyl violet)
by using a spraying catheter. Of these, intravenous ﬂuores-
cein sodium (10%) and topically applied acriﬂavine (0.2%)
have been most commonly used in humans.
CLE can be performed currently with 2 devices: (1)
integrated into an endoscope (Pentax, Tokio, Japan, herein
termed eCLE) and (2) as a stand-alone probe (herein termed
pCLE) capable of passage through the accessory channel of
most endoscopes (Cellvizio, Mauna Kea Technologies, Paris,
France).
I nt h i ss p e c i a li s s u eo nC L E ,w eh a v ei n v i t e daf e wp a p e r s
that address the current potential indications for pCLE
imaging in clinical gastroenterology and its potential impact
in the future, particularly in the screening or surveillance of
GI neoplasia.
A paper in this special issue by H. Bertani et al. reviews
the role of pCLE in Barrett’s esophagus for detection of
esophageal dysplasia and carcinoma from a clinical practice
perspective. Another paper by Mascolo et al. evaluates the
accuracy of pCLE in the detection of aberrant crypt foci
(ACF), comparing in double-blind manner the microendo-
scopic and histopathological features resulting from colonic
biopsy. By pCLE, the authors identiﬁed speciﬁc crypt
architecturemodiﬁcationsassociatedwithchangesincellular
inﬁltration and vessels architecture, highlighting a good
correspondence between pCLE features and histology.
A paper by V. Ussui and B. Wallace reviews the role
of CLE as applied to colorectal polyps detected during
colonoscopy. It describes the importance of probe-based
confocal endomicroscopy on colorectal polyps with a partic-
ularemphasisondistinguishinghyperplasticfromneoplastic
polyps.2 Gastroenterology Research and Practice
One paper of this special issue, by F. Salvatori et al.,
reviews the current data on the clinical application of CLE in
thestudyofcolonicmucosainpatientswithulcerativecolitis.
Finally, a paper, by R. Cannizzaro et al. describes the use
of CLE to analyze the angiogenic process in colo4rectal and
gastric cancer patients and the possibility of a translational
approachcombiningtheconfocalimagingwiththediagnosis
in vivo and the speciﬁc molecular proﬁle of the patient with
the targeted antiangiogenic treatment.
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